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Abstract: We report on a new articular cartilage imaging technique with 
potential for clinical arthroscopic use, by supplementing the variable-
incidence-angle polarization-sensitive optical coherence tomography 
method previously developed by us with a conical beam scan protocol. The 
technique is validated on bovine tendon by comparing experimental data 
with simulated data generated using the extended Jones matrix calculus. A 
unique capability of this new optical technique is that it can locate the 
“brushing direction” of collagen fibers in articular cartilage, which is 
structural information that extends beyond established methods such as 
split-line photography or birefringent fast-axis measurement in that it is 
uniquely defined over the full azimuthal-angle range of (-π, + π). The 
mapping of this direction over the cartilage surface may offer insights into 
the optimal design of tissue-engineering scaffolds for cartilage repair. 
©201? Optical Society of America 
OCIS codes: (170.4500) Optical coherence tomography; (170.3880) Medical and biological 
imaging; (170.3890) Medical optics instrumentation; (260.1440) Birefringence; (260.5430) 
Polarization. 
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1. Introduction 
Optical coherence tomography (OCT) noninvasively generates a depth-resolved cross-
sectional image of biological tissue with micrometer resolution [1] and without requiring 
physical contact. As a functional extension of OCT, polarization-sensitive optical coherence 
tomography (PS-OCT) provides both depth-resolved reflectivity and birefringence images of 
biological tissues [2, 3]. PS-OCT has been used extensively to image birefringent biological 
tissues such as tendon [4], skin and muscle [5], interverteral disk [6], retinal nerve fiber [7–9], 
cornea and anterior segment [10] and articular cartilage [11–14]. 
It is well known that articular cartilage has complicated three-dimensional (3-D) collagen 
fiber architecture with zonal divisions conventionally referred to as the superficial, 
transitional and radial layers. This structure has been extensively studied since the earliest 
days of polarized light microscopy (PLM), due to the strong intrinsic birefringence of 
collagen. A very early model of collagen organization is Benninghoff’s “arcade” model, the 
arrangement of collagen fibers is believed to be perpendicular to the bone cartilage interface, 
arching over in the transitional zone, continuing parallel to surface in the superficial zone 
before arching back over into the transitional zone and continuing down to reattach to the 
bone, again oriented perpendicular to the bone surface. Other schematic diagrams can be 
found in the literature in which the fibers in the transitional zone are in a more disordered 
state than in the superficial and radial zones. Scanning electron microscopy (SEM) data 
suggests a somewhat different picture, whereby the collagen fibers are organized into a stack 
of sheets or lamellae [15]. The surface normal of these lamellae lies parallel to the 
bone/cartilage surface and then slowly rotates to be perpendicular to the bone/cartilage 
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surface at the joint surface. This model describes the lamellae as effectively terminating at the 
joint surface. 
In addition to PLM and SEM, mechanical fracturing of the cartilage surface has also been 
widely used to study the collagen alignment in an en-face plane i.e. looking down on the 
cartilage surface. The osmotic swelling pressure generated by the interaction of water and 
proteoglycans means that if the surface is pricked with a needle dipped in India ink, the tissue 
then fractures or splits in a highly anisotropic way. The “split-line” orientations are 
highlighted by the ink and can then be mapped across the joint surface. The patterns are 
highly reproducible and have been suggested to play a role in modulating tensile mechanical 
properties, with a general consensus being that cartilage samples show greater tensile stiffness 
when strained parallel to the split-line direction than orthogonal to it [16, 17]. The SEM and 
split-line data have been synthesized by Jeffrey et al. [15], who propose that the split-lines are 
oriented perpendicular to the plane that contains the lamella surface normal at the various 
depths. 
Studies of complicated 3-D structures using “sectioning” techniques such as SEM or PLM 
are difficult because the structure is projected onto a 2-D plane of arbitrary orientation. Also 
these techniques are destructive, making spatial mapping very laborious. Conventional PS-
OCT has proved to be an excellent tool with which to qualitatively study collagen structure in 
cartilage. However, quantitative information is difficult to obtain because PS-OCT measures 
‘apparent’ birefringence, which is determined both by the intrinsic optical anisotropy of the 
material and also by the orientation of the optic axis (also known as the ‘c-axis’) relative to 
the k-vector of the incident light beam. To separate out effects due to the 3-D orientation of 
the fibers from effects due to changes in the underlying birefringence itself, we introduced a 
novel variant of PS-OCT, which we termed variable-incidence angle (VIA) PS-OCT [4, 11, 
12, 18]. The technique can determine both the polar and azimuthal angles of the collagen 
fibers using measurements of the ‘apparent’ birefringence at a series of incidence angles in 
two orthogonal planes of illumination. Previously the technique has been demonstrated using 
both bulk-optic time-domain (TD) [4] and fiber-based swept-source PS-OCT systems [19] at 
1.3µm on equine tendon and cartilage. However, the existing VIA technique strictly requires 
multi-angle measurements in two orthogonal planes, which is very difficult to implement in a 
confined situation such as arthroscopic examination. In order to address this issue and 
eventually facilitate translation of the VIA-PS-OCT technique to the clinic, we introduce a 
more convenient imaging procedure: conical scan PS-OCT (CS-PS-OCT). 
In CS-PS-OCT the beam is scanned such that the k-vector sweeps out a conical surface 
whose apex is chosen, for convenience, to lie at the tissue surface. In the implementation 
reported here we achieve this by mounting the sample on a motorized rotation stage with the 
sample surface roughly parallel to the stage rotating plane (i.e. normal to the stage rotation 
axis). The stage is mounted and tilted at a certain angle typically 45° with respect to the laser 
illumination beam direction. CS-PS-OCT imaging is then obtained by acquiring successive A-
scans over rotation spans of 0-360° at an interval of 1°. During imaging the illumination beam 
is fixed and intersects the stage rotation axis at the measurement point on the sample surface. 
Therefore, the azimuthal angle between the beam and the tissue normal varies continuously 
and a polar B-scan of depth-resolved retardance is plotted. 
CS-PS-OCT was applied to measurements of birefringent tissue samples with 
homogenous local optic axis orientation (i.e. bovine tendon) as well as bovine articular 
cartilage. A PS-OCT system based on polarization-maintaining fiber-based (PMF-PS-OCT), 
thereby illuminating with a single circularly polarized incident light, was used. Polar plots of 
retardance are compared qualitatively and quantitatively for tendon and cartilage. Quantitative 
comparisons are made using a model we have developed based on the Extended Jones Matrix 
Calculus [20] and shown to agree with the lamellar model previously proposed based on 
destructive SEM cryofracture imaging for the cartilage microstructure based on scanning 
electron microscopy data. We find that CS-PS-OCT has the capability to non-invasively map 
the lamellar “brushing direction” in articular cartilage: a morphological parameter which has 
been little studied both in its spatial variation and anatomical role. 
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2. System and theory 
2.1 System configuration 
The PMF-SS-OCT system follows the scheme reported by Al-Qaisi et al. [21] and is shown 
schematically in Fig. 1. The system consists of a Panda PMF-fiber Mach-Zehnder 
interferometer rather than a Michelson interferometer as reported previously [21, 22]. The use 
of a Mach–Zehnder interferometer provides two complementary outputs, simplifying 
balanced detection without the need for auxiliary optical components. It also benefits from 
reducing the mismatch of the optical dispersion between the reference and the sample arms 
and optimizing the power efficiency of the interferometer. 
 
Fig. 1. Schematic diagram of the system. SS: wavelength-swept source, PC: polarization 
controller, IL-LP: in-line linear polarizer, PMC: polarization-maintaining coupler, QWP: 
quarter waveplate, PBS: polarization beamsplitter, H and V: balanced photo-detectors for 
horizontally and vertically polarized optical signals, respectively. 
The light source is a commercially available wavelength-swept laser (HSL-2000-10-MDL, 
Santec, Japan). The light source has a centre wavelength of 1315nm, a wavelength range of 
157nm, a full width at half maximum (FWHM) of 128nm, a wavelength scanning rate of 10 
kHz, a duty cycle of about 60%, an average output power of 10mW and peak power of around 
23mW. This leads to an axial resolution of ~10μm in air which was measured by using an 
optical mirror. 
The light is polarized by an in-line optical linear polarizer (IL-LP) whose transmission 
axis is aligned to one input port of a 2 × 2 polarization-maintaining coupler (PMC1, OLCPL-
P-22-131-10-90-FA, Opto-link Corp., China) so that the vertically polarized light couples into 
the slow axis of the PMF only. 10% of the laser light is coupled to the reference arm through 
the PMC1. The remaining 90% of the light is directed to the sample arm. In the reference arm, 
the light is reflected from a stationary mirror and redirected to a PMF circulator (OLCIR-P-3-
131-300-90-FA, Opto-link Corp., China) after passing through a bulk optics linear polarizer 
(LP) with axis aligned at 45° with respect to the slow axis of the PMF. The LP ensures that 
the reference light couples equally in the slow and fast axes of the PMF. The output of the 
circulator is coupled to a second 2 × 2 PM coupler with a splitting ratio of 50:50 (PMC2, 
OLCPL-P-22-131-50-90-FA, Opto-link Corp., China). In the sample arm, a quarter waveplate 
(QWP, NT55-547, Edmund Optics, US) is rotated by 45° relative to the input polarization 
state to provide circularly polarized light. The beam is relayed to the sample via a two-axis 
galvanometer scanner (6215, Cambridge Technology, US) and a Thorlabs LSM03 OCT 
scanning lens (f = 36mm), yielding a mean spot size in the focal plane of 25μm. The 
galvanometer scanners are disabled during conical beam scanning protocol. Since they form a 
matched pair, with interchanged s and p polarization direction, they introduce no overall 
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change in the incident polarization state, which is still circular on the sample. The sample arm 
collects the backscattered light from the sample. The collected light interferes with the light 
returning from the reference arm at PMC2. In-line PM fiber-optic polarization beamsplitters 
(PBS-31-P-2-L-3-Q, NovaWave Techno., US) are connected to the two output ports of 
PMC2. The horizontally and vertically polarized optical signals are detected by two balanced 
detectors (1817-FC, New Focus, US). The detected optical signals are sampled at 20MS/s 
with 14-bit resolution (M2i.4022, Spectrum GmbH, Germany). 
Laser beam 
Rotating 
axis 
Sample 
Scan cone 
x 
z 
xyz 
stage
Motorized 
rotation stage
 
Fig. 2. Schematic diagram of conical scanning (left). Polar coordinate system (right). 
2.2 Conical scan 
The sample is mounted on a manual XYZ stage which is further mounted on the rotation 
stage. It can be seen from Fig. 2 (left) that CS-PS-OCT imaging by sample rotation requires 
two essential alignment steps. The first step ensures the incident laser beam strikes the sample 
surface at a point through which the axis of rotation passes. This prevents movement of the 
surface imaging point during sample rotation. The second step is to ensure that the desired 
point on the sample surface intersects the beam. To facilitate these adjustments the rotation 
stage is mounted on an x-y stage and the rotation stage then carries a miniature x-y-z stage 
which itself carries the tissue sample. Careful iterative adjustments are used to ensure that a 
fixed spot on the sample is imaged during one revolution. This is judged roughly by eye and, 
since the cartilage surface is generally somewhat curved, by the extent to which the tissue 
surface appears to be horizontal and straight, rather than sinusoidal, on a B-scan. The A-scans 
are sequentially acquired over a rotation angle step of 1° in an entire range of 360° on the 
measurement point by synchronizing the A-scan data acquisition with the motorized rotation 
stage. This synchronization is achieved using the sweep trigger signal of the light source, 
which is utilized for triggering the data acquisition of the digitizer for a single sweep and 
utilized as an update clock for the step waveform generation to drive the stage. 
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360 A-scans are used to form an image frame. The frame can be plotted as a conventional 
OCT B-scan, Fig. 2 (right top) or converted to a polar format Fig. 2 (right bottom), in which 
the radial distance is the axial imaging depth. 
3. Experimental results 
3.1 PS-OCT system characterization 
To validate the birefringence measurements of the system, a Soleil-Babinet compensator 
(SBC-IR, Thorlabs, US) was used as a test target and an optical mirror as the sample reflector. 
The compensator is placed in the sample arm between the QWP and the galvo scanners 
because the device with a thickness of ~50mm in the laser illumination direction could not be 
fitted into the optical path after the scanners which were turned off during the measurements. 
In the two-axis scanner mirror arrangement, p and s polarization direction interchanges on 
both mirrors, hence the polarization change induced by each mirror should cancel if the 
mirrors match [23]. The compensator allows an arbitrary and independent setting of phase 
retardance over a broad wavelength range. The compensator was first calibrated at 1.3um 
wavelength by using the crossed polarizer configuration. 
The phase retardance of the compensator was varied from 0° to 180° in steps of 10°, and 
128 depth scans were averaged for each measurement. It should be noted that the compensator 
itself was rotated and that the fibers in the system was left untouched. Therefore, the length 
mismatch of the PMFs between the reference and sample arms could be compensated 
numerically by data post processing from a calibration measurement only once [22]. Figure 3 
(left) shows the measured phase retardance of the compensator against the retardance values 
set at the compensator (optic axis orientation was set at 45°). The measured phase retardance 
was generally in good agreement with the expected values with a linear fitted slope of 1.02 
and standard deviation of the fitting residual 2°. 
 
Fig. 3. Measured phase retardance of the compensator as a function of set retardance values 
(left). (right) Measured phase retardance and optic axis orientation of the compensator as a 
function of set orientation values. 
The measured optic axis orientation of the compensator as a function of set values was 
shown in Fig. 3 (right). The retardance was set at a fixed value of 40° while the optic axis was 
varied from 0° to 180° in steps of 10°. The slope of the linear fit of measured orientation 
versus set orientation was 0.98 and the standard deviation of the fitting residual was ~1.5°. 
Figure 3 (right) also shows the measured phase retardance at these set orientation values is 
38.5° with standard deviation of ~3°, indicating that the retardance measurement is insensitive 
to the optic axis orientation of the sample. These measurements confirm the correct 
functioning of the PMF-PS-OCT system. 
3.2 Validation measurements on a bovine tendon sample by CS-PS-OCT 
The first test target used to validate the concept of CS-PS-OCT was a bovine tendon sample 
with homogeneous optic axis orientation over the measurement depth. The sample was cut, 
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whilst frozen, such that the c-axis was oriented at a polar angle of approximately 0° (i.e. the 
orientation of collagen fibers are parallel to the surface of the cut). The sample was then 
mounted on the XYZ stage as shown in Fig. 2 (left) so that the surface of the cut was 
illuminated at 45° incidence in respect with the laser beam direction. The intensity and phase 
retardance images obtained experimentally and theoretically as a function of rotation angle 
are shown in Fig. 4, in which images were drawn by using conventional OCT image display 
processing (left column) and converting polar-coordinate based data to x-y Cartesian based 
ones (right column). 
(rad.)
 
Fig. 4. Intensity (top) and phase retardance images (middle) obtained by CS-PS-OCT from a 
bovine tendon sample as a function of rotation angle with entire span of 360° and a 1° interval. 
(bottom): simulated results by using an EJMC model [20]. Image size is 1.4mm (axial) × 360° 
(transversal) in left column; polar radius is 1.4mm in right column. 
In addition to retardance images, our conical-scan system can also measure intensity (i.e. 
backscatter) images. The intensity images in Fig. 4 (top) show that the backscattered signal 
obtained from the tendon tissue close to the azimuth angles of 90° and 270° is considerably 
lower than that obtained at 0° and 180°. This illustrates the anisotropic backscatter behavior 
shown by the Type I collagen fibers in tendon tissue as reported in our previous study [24]. It 
is worth comparing this plot with that obtained for cartilage (Fig. 6 top), which is essentially 
isotropic. We previously ascribed this to the difference in scatterer size between tendon (large 
diameter, type-I collagen fibers) and cartilage (finer, type-II fibers). 
Figure 4 (middle) shows the conical scan retardance image revealing an increase in the 
band spacing over azimuth angle changed from 0° to 90° in the x-y-z lab coordinates which 
falls back to the original band spacing pattern at azimuth angle of 180°. This sequence is 
repeated over the 360° rotation. This could be explained by the unidirectional arrangement of 
collagen fibers in the tendon tissue. From the conical scan retardance image, we can obtain 
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the collagen fiber orientation angle as shown in Fig. 4, which is in general agreement with the 
set angle in the experiment. 
In order to theoretically explain the obtained retardance images, a layered model based on 
the extended Jones Matrix calculus (EJMC), as previously developed by our group [20], is 
applied to conical-scan data from the tendon sample. The parameters upon which the model is 
bases is the true birefringence value 4.5 × 10−3 and the ordinary refractive index of the tissue 
1.37, polar angle of 90° and azimuthal angle of 0-360° which are constant over the depth of 
the tissue, and the noise model that inputs the attenuation coefficient 2.5 × 10−3μm−1 and the 
noise bias term σ2 = 8.3 × 10−2. For better demonstration, attenuation is applied to the 
simulated results in lateral direction i.e. different azimuthal angles, which is realized by 
modulating the noise bias term σ2 as sin2 function versus the azimuthal angle. The simulated 
results are plotted in Fig. 4 (bottom), which is generally in good agreement with the 
experimental results. The fall in birefringence contrast versus depth (and azimuthal angle, for 
tendon) is included in our model by exponentially attenuating both OCT signals towards a 
fixed noise floor [25]. The azimuthal change in birefringence contrast is modeled by making 
the backscatter coefficient for tendon, azimuthally varying [24]. The red-dotted line represents 
the direction in which the type-I collagen fibers are aligned. Note how the SNR of the 
retardance image falls dramatically to the direction parallel to the red-dotted line, which 
corresponds to the long axis of the collagen fiber. This is because of the back-scatter signal 
falling towards the system noise floor at these angles. 
3.3 Measurements on a bovine cartilage sample by CS-PS-OCT 
Fresh tissue samples of bovine articular cartilage were extracted from the fetlock joint of the 
hindlimb of the animal obtained from the local abattoir (Fig. 5(a)). The samples were stored 
frozen at −20°C prior to imaging and then sectioned along the anterior side of the apex for 
imaging. 
For articular cartilage, Clark [26] and Jeffery et al. [15] proposed a leaf-like model for the 
3D collagen fiber network structure based on cryofracture scanning electron microscopy data, 
as shown in Fig. 5(b). The surface ‘tangential’ layer comprises typically 10% of the total 
thickness of the articular cartilage and consists of collagen fibers oriented parallel to the 
surface. This layer is followed by the ‘transitional’ zone, which as per the lamellar model of 
Clark et al. has collagen fibers organized into parallel sheets which arch downwards leading 
to the radial zone, in which the collagen fibers are oriented perpendicular to the surface. The 
transitional zone comprises 40-60% of the total thickness of the cartilage with the rest of the 
thickness consisting of the radial zone, which ultimately anchors to the subchondral bone. The 
model has a very organized arching of the collagen fibers in the transitional zone: it further 
implies that there is a ‘brushing’ direction in the cartilage i.e. the direction in which the 
lamellae curve is uniquely defined over the full angular range ± π. 
It is a well-known [27] but important feature of birefringence that its magnitude depends 
not only on the degree of optical anisotropy of a fiber/long-chain-molecule but also on how 
this fiber is oriented relative to the k-vector of the propagating light wave. Specifically, if θ c 
is the angle between the k-vector and the c-axis of the fiber, whose ordinary and extraordinary 
refractive indices are no and ne respectively, then the apparent birefringence Δn is n – no 
where 
 
2 2
c c
2 2 2
e o
sin cos1
n n n
θ θ
= +  (1) 
Hence for normal incidence, the observed birefringence from the radial zone would be almost 
zero and the only significant signal would come from the thin superficial layer. The conical 
scan beam protocol is thus more suited to the specific architecture of normal cartilage 
collagen, providing strong signals from all layers. 
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Fig. 5. (a) Photo of the intact bovine cartilage samples used in this study. (b): Schematic 
presentation of proposed leaf-like mode of collagen architecture by Jeffery et al [15]. (c): A 
schematic of the cartilage zonal layered structure and the layer thickness used for the EJMC 
study. Also shown are the orientations of the polar angle of the collagen fast axis varying from 
90° in the superficial zone to gradually becoming 0° in the radial zone. 
Figure 6 is directly equivalent to Fig. 4, with the theoretical birefringence map now being 
calculated using the fiber architecture shown in Fig. 5(c). Figure 4 (top) shows that the 
dramatic change in the backscattering signal versus azimuthal angle that characterizes tendon 
is not shown by the articular cartilage sample in Fig. 6 (top). As discussed earlier, we attribute 
this to differences in the dominant scatterer type within the two types of tissues. The 
retardance image in Fig. 6 (middle) shows a pattern that is right/left symmetric about an axis 
shown by the red dashed line (arrowed). In one direction along this axis is an extended tail 
signifying low birefringence whereas in the opposite direction we see a distinct birefringence 
“band” i.e. a fluctuation in color-coded birefringence from low (blue) to high (red) and back. 
We have observed this pattern numerous times on the cartilage surface and have labeled it the 
“comet-crescent” pattern. 
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Fig. 6. Intensity (top) and phase retardance images (middle) obtained by CS-PS-OCT from a 
bovine cartilage sample as a function of rotation angle with entire span of 360° and a 1° 
interval. (bottom): simulated results by using EJMC model [20]. Image size is 1.4mm (axial) × 
360° (transversal) in left column; polar radius is 1.4mm in right column. 
The simulated results as shown in Fig. 6 (bottom) generally validate the experimental 
results. We base our theoretical model of the articular cartilage on this leaf-like lamellar 
model of Jeffery et al. [15], starting with a simple model with the assumption of constant 
azimuth angle orientation of the collagen fibers throughout the depth of the tissue [20] as 
shown in Fig. 5(c). In Fig. 5(c) the polar angle in superficial layer of the tissue is 90° and 0° 
in the radial layer, while the depth dependent change of the polar angle is modeled as a 
quadratic profile a·z2 + b·z + c in the transitional layer with the used a = 1.5 × 10−5, b = 
−0.1625, c = 90° and z is the depth in μm in the transitional zone. The other parameters upon 
which the model is based is the true birefringence value 2.0 × 10−3 and the ordinary refractive 
index of the tissue 1.37, the azimuthal angle of 0-360° which are constant over the depth of 
the tissue, and the noise model that inputs the attenuation coefficient 2.5 × 10−3μm−1 and the 
noise bias term σ2 = 6.0 × 10−2. On the basis of this model fit we identify the low 
birefringence angular direction (arrowed) as representing the aforementioned “brushing 
direction” of collagen fibers in the lamellae. 
4. Conclusions 
In conclusion, we have demonstrated a new imaging technique with potential for in-vivo use 
that involves supplementing the variable-incidence-angle PS-OCT method reported by us 
previously with a conical beam scan protocol. The technique could facilitate the translation of 
the VIA-PS-OCT technique to the clinic by simplifying the requirements for the beam 
delivery probe, e.g. launching a low numerical aperture (NA) beam into a high NA objective 
lens. 
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We present the theoretical model of bovine cartilage and compared with experimental data 
on bovine tendon and cartilage. Our simulation results are in good agreement with the 
experimental data. Hence we can conclude that our CS-PS-OCT data is consistent with 
Clark/Jeffery’s model of cartilage collagen organization. This provides support for the idea 
that collagen fibers in cartilage possess an anisotropic ‘brushed’ structure. 
We have shown that this new optical technique uniquely can locate the “brushing 
direction” of collagen fibers in articular cartilage, which is structural information that extends 
beyond established methods such as split-line photography or birefringent fast-axis 
measurement in that it is uniquely defined over the full azimuthal-angle range of (–π, + π). 
The brushing direction in Fig. 5(b) and also Fig. 6 is represented by a directed arrow to 
illustrate the forward/backward anisotropy that is revealed by CS-PS-OCT but not by 
birefringent fast-axis or split-line measurements. 
There are restrictions and assumptions underlying the method. Perhaps the most important 
is the assumption that the tissue is locally homogeneous over the conical volume swept out by 
the optical beam. In practice we are assuming homogeneity over ~1mm3 of tissue. Of course 
the modeling procedure does not strictly require this assumption; however the chance of 
unambiguously and quantitatively relating the polar birefringence plot to the underlying 
collagen structure depends strongly on this condition being met. The appearance of a simple 
morphological feature such as the “comet-crescent” is an effective way of visually 
determining this. However, even when the condition is not met, conical-scan PS-OCT still 
retains an advantage over conventional PS-OCT in that the beam is more optimally inclined 
relative to the fibers the various zones in order to produce strong retardance signals. 
It is interesting to speculate on whether there is any significant anatomical role for the 
observed fiber brushing direction. If so, then the mapping of this direction over the cartilage 
surface may offer insights into the optimal design of tissue-engineering scaffolds for cartilage 
repair, which are growing in sophistication through the use of additive manufacturing 
techniques [28]. There is also an increasing interest in determining the regional structure of 
collagen fibers in cartilage in order to improve the accuracy of mechanical models of the 
tissue [29]. New insights from conical-scan PS-OCT may then be of use in such studies. 
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